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To enhance ambulation and facilitate hospital discharge of 
total artificial heart (TAH)-supported patients, we adapted a 
mobile ventricular assistance device (VAD) driver (Excor) for 
TAH use and report on the performance of Excor-driven TAH 
patients discharged home. Ten patients stabilized on a TAH, 
driven by the CSS ("Circulatory Support System"), were pro- 
gressively switched over to the Excor in hospital over 1 4 days 
as a pilot, with daily hemodynamics and laboratory parameters 
measured. Twenty-two stable TAH patients were subsequently 
placed on the Excor, trained, and discharged home. Clinical 
and hemodynamic parameters were followed. All pilot study 
patients were clinically stable on the Excor, with no decrease 
in TAH output noted (6.3 + 0.3L/min [day 1] vs. 5.8 + 0.2 L/ 
min [day 14], p = 0.174), with a trend suggesting improve- 
ment of both hepatic and renal function. Twenty-two TAH 
patients were subsequently successfully discharged home on 
the portable driver and were supported out of hospital for up 
to 598 days (range, 2-598; mean = 1 79 ± 1 40 days), remaining 
ambulatory, New York Heart Association (NYHA) class I or II, 
and free of readmission for 88.5% of the time of support. TAH 
patients may be effectively and safely supported by a mobile 
drive system. As such, the utility of the TAH may be extended 
to support patients beyond the hospital, at home, with overall 
ambulatory freedom. ASAIO Journal 2014; 60:148-153. 
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The SynCardia Total Artificial Heart (TAH) (SynCardia Systems, 
Tucson, AZ) is a pneumatic, pulsatile, biventricular replacement 
system that is surgically implanted orthotopically following 
cardiac excision. 1 The SynCardia TAH received Food and Drug 
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Administration (FDA) approval for in-hospital bridge to transplan- 
tation in 2004. In the pivotal regulatory trial of the TAH, greater 
than 80% of patients were ambulatory within 2 weeks post-op. 2 
However, as initially configured, the SynCardia TAH system 
remains limited by the reliance on a large bulky pneumatic driver 
console ("Circulatory Support System" [CSS], aka "Big Blue 
Driver"), weighing more than 350 pounds, which the supported 
patient is incapable of maneuvering, relying on several assistants 
to move the console during ambulation (Figure 1 A). 

We explored the possibility of developing a system which would 
afford the TAH patient greater mobility as well as self-mobility, 
while being effective as a means of powering the TAH. Although 
work has been ongoing in designing and testing a specific por- 
table driver for the TAH — the Freedom driver, as an initial step, 
to examine the clinical viability of this approach, we adapted a 
small pneumatic pulsatile driver, the Berlin Excor Mobile Drive 
System (Berlin Heart, Berlin, Germany), which had heretofore 
been developed to power pulsatile VADs, for use with the TAH. 
We hypothesized that a small pulsatile driver with adequate pneu- 
matic output would effectively drive the TAH in clinically stable, 
recovered patients, affording them greater mobility, discharge from 
the hospital to the home environment, with overall ambulatory 
freedom. In this article, we report on an initial pilot progressive 
"switchover" study examining the efficacy of the modified drive 
system to support TAH patients followed by a larger study examin- 
ing the efficacy and safety of the modified driver system in TAH 
patients, both in the hospital and upon discharge to home. 

Methods 

All human investigation was approved by the institutional 
review board and ethics committee of the Heart Center, North 
Rhine-Westphalia. All subjects provided written informed con- 
sent before study participation. Patient enrollment for this study 
was conducted between July 2003 and December 2005 with 
follow-up through April 2008. 

The SynCardia Total Artificial Heart System 

The SynCardia TAH (formerly CardioWest) (SynCardia 
Systems Inc., Tucson, AZ) is a biventricular, pulsatile, pneu- 
matically driven blood pump consisting of two freely mobile 
ventricles that are implanted orthotopically. 1 ' 2 The maximal 
stroke volume of the TAH is 70 ml, with outputs exceeding 
9.5L/min achievable. In this study, the TAH was operated at 
rates of 90-1 30/min, with a vacuum of -4 to -8 mm Hg. 

The Berlin Excor Mobile Pneumatic Drive System 

The Excor drive system in clinical use today was modified to 
drive the SynCardia TAH system (Figure 1B). The Excor driver 
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Figure 1 . Modified small mobile pneumatic driver system to power the total artificial heart (TAH). A: Original TAH Circulatory Support Sys- 
tem (CSS) console (Big Blue Driver). B: Modified Excor drive system mounted on dolly (photo is same scale as Big Blue for comparison). C: 
Hand pump capable of driving TAH in case of complete system failure. D: Close-up of the Excor with right and left pumping units and central 
valve system. 



is a portable pneumatic drive system weighing 20 pounds, 
mobile on a handled dolly, originally designed to power the 
Excor VAD system. 3 Its footprint is significantly smaller than 
the original CSS console. The drive system contains two driver 
modules, each functioning to pump a single VAD (Figure 1D). 
The powered system also is provided with a hand pump system, 
allowing alternative right- and left-sided pumping in case of 
complete powered system failure (Figure 1C). Five-foot pneu- 
matic drivelines connect the console to the artificial heart. 

To effectively drive the TAH, three major modifications were 
made to the Excor drive system. First, a change was made to 
the internal driver software, adding a safety pumping sequence 
in case of failure of one of the two drive modules. This safety 
backup sequence rapidly shifts pumping in the remaining 
functioning module to an alternating right side versus left side 
pumping mode, through coordinated opening and closing of a 
central valve mechanism. Second, the rate of pumping of the 
Excor was increased to accommodate the higher rates used in 
the TAH (up to 130 bpm) versus lower rates of VADs (70-80 
bpm). Finally, changes were made to indicate full filling of the 
ventricles, to emulate the CSS, so as to allow adjustment of the 
rate of pumping to increase flow if clinically required. Vacuum 
was adjusted based on stroke volume and rate. 

As a design specification, the maximum cardiac output that 
was sought with these modifications was 8L/min, which was 
felt to be adequate for stabilized patients and patients well 
enough to be discharged. 

In-Hospital Pilot Study — "Switchover" from the Approved 
CSS Console to the Modified Portable Driver 

Volunteer TAH patients (n = 10), maintained on the CSS con- 
sole, awaiting transplantation, were selected for the switchover 



trial with the following inclusion and exclusion criteria: Inclu- 
sion — clinical stability without evidence of end-organ failure, 
pump output on CSS < 8 L/min, and the ability to provide informed 
consent; and Exclusion — plasma free hemoglobin (Hgb) > 50 mg/ 
dl, evidence of sepsis or driveline infection requiring systemic 
antibiotics, and multiple organ failure. Following selection for 
the study, baseline laboratories were drawn including hematocrit, 
plasma free Hgb, lactate dehydrogenase (LDH), blood urea nitro- 
gen, creatinine, alanine transaminase (ALT), and total bilirubin. 
Baseline hemodynamics were obtained including mean arterial 
pressure, pump rate, and right and left pump output. Patients were 
then "switched over" to the Excor using escalating lengths of sup- 
port as follows: day 1 — 2 hours, day 2 — 4 hours, day 3 — 8 hours, 
and day 4 and beyond — 24 hours. The length of the trial was 14 
days. At the completion of the switchover time, each day repeat 
laboratories and hemodynamics were obtained. If evidence 
of hemolysis or reduced hemodynamic support was apparent, 
patients were placed back on the CSS and were excluded from 
the remainder of the trial. Data for each parameter was recorded 
daily and results were then compared with those obtained while 
on the CSS. Device-related malfunctions and clinical adverse 
events were also carefully monitored and recorded. 

Discharge Study: Demonstration of the Efficacy 
and Safety of Out-of-Hospital Utilization of 
the TAH with a Mobile Drive System 

Volunteer TAH patients (n = 22, 8 of 22 from the pilot with 14 
of 22 new patients) awaiting transplantation and stable on the 
CSS console were enrolled in the discharge study. All patients, 
and a caregiver companion, were trained on the use and main- 
tenance of the Excor with the goal of being safe and prepared 
for discharge from the hospital to home. Training consisted of 
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basic operation and maintenance of the Excor including bat- 
tery change, care of the drivel ines, console switch out, use of 
the hand pump as a bailout, and home anticoagulation monitor- 
ing. Patients were deemed suitable for discharge if they met the 
following criteria: hemodynamic stability, being full ambulatory, 
New York Heart Association (NYHA) class I or II, free of end- 
organ failure and wound infections, and having adequate per- 
sonal support, including a family member or caregiver present 
with the patient 24 hours a day. Patients unable to have a constant 
companion were not enrolled in this study. Patients selected for 
discharge were then sent home and followed up as outpatients 
weekly for 4 weeks and then monthly. At each visit, patients were 
interviewed for state of health and overall well-being, presence 
of problematic symptoms, and underwent physical examination. 

Statistical Analysis 

Data are presented as mean ± SD. Statistical comparisons 
were made using the Student's t-test or paired-samples t-test. 
Significance was defined at the p less than 0.05 level. 

Results 

In-Hospital Pilot Study — Demonstration of Safe "Switchover" 
from the CSS Console to the Modified Portable Driver 

Ten patient volunteers with end-stage heart failure, sal- 
vaged and stabilized on the TAH driven by the CSS driver, 
were enrolled in the pilot study. On average, these patients 
had been maintained on theTAH for 69 + 58 days (range, 1 1- 
190 days) before study entrance. The baseline characteristics 
of these patients, pre-TAH implantation, are outlined (Table 1) 
and were similar to the characteristics of patients from the 



overall Bad Oeyenhausen TAH patient experience, up to and 
contemporaneous with this study. 

Overall, the Excor provided adequate pneumatic drive power 
to support theTAH in all patients. Pressure and flow were well 
maintained on the Excor system during the pilot study (Table 2). 
Mean arterial pressure (mean, mm Hg) at baseline was 82 + 
10 on the CSS versus 88 + 4 by day 14 while on the Excor, p = 
0.1 95. Pump rate (bpm) did not vary, being 1 1 7± 1 1 at baseline 
versus 1 1 7 + 9 at day 1 4, p = 0.1 87. Left heart output (L/min) 
did not vary significantly over the 14 day period, being 6.5 ±0.9 
at baseline versus 6.1 + 0.6 at day 14, p = 0.502. Right heart 
output varied slightly, being 6.6±0.9 at baseline and 5.8±0.5 
at day 14, p = 0.027. No significant decline in patient overall 
well-being or general health was reported or observed, over the 
course of support with the Excor during the pilot study. 

Interestingly, differences in the pressure and suction needed 
for emptying and filling of the TAH were found to be sig- 
nificantly different for the Excor versus the CSS. The driving 
pressure (the pressure required for complete emptying of the 
ventricles) was lower with the Excor (mean at day 4, mm Hg, 
63 ± 1 3 R side, 1 54 + 2 1 L side) versus the CSS (87 + 4 R side, 
1 84 + 7 L side), p = 0.002 and 0.004, respectively. Conversely, 
the suction requirement (vacuum needed for filling of the ven- 
tricles) was higher for the Excor (mean at day 4, mm Hg, -1 5.5 
+ 3) versus the CSS (1 0± 1 .4), p = 0.001 . 

Renal and hepatic function, upon switching to the Excor, 
compared favorably to that observed while on the CSS driver 
(Table 3). There was no evidence of decline of function while 
on the Excor, rather a trend toward improvement was observed. 
Similarly switching to the Excor was not associated with an 
increase in hemolysis. Hemolysis appeared to be reduced on 
the Excor, as evidenced by a reduction in both plasma free 
hemoglobin (12.2 + 4.5 [CSS Baseline] vs. 9.8 + 3 [Excor day 



Table 1. Baseline Patient Characteristics Pre-TAH Implantation of the Pilot Study Cohort, the Discharge Study Cohort, and the 

Overall Bad Oeyenhausen TAH Population 



Total Bad O TAH 

Characteristic Pilot Cohort, n = 10 Discharge Cohort, n = 22 Population, n = 83 P*, Pt 



Age(yr) 55 + 1 1 52±13 54±12 0.59,0.84 

Male sex (%) 100 91 83 0.34,0.2 

Height (cm) 180 ±7 (163-190) 177 ±9 (165-192) 1 76 ± 1 1 (1 50-1 92) 0.146,0.121 

BSA (m 2 ) 2.1 ±0.2 (1.7-2.4) 1.98 ±0.2 (1.6-2.4) 1.96 ±0.3 (1.5-2.4) 0.213,0.102 

Hx of smoking (%) 60 64 82 0.85,0.1 

Hx of HTN (%) 30 27 36 0.87,0.7 

Diabetes mellitus 2 5 18 0.74,0.89 

Prior Ml (%) 50 45 48 0.81,0.91 

Prior cardiac surgery (%) 60 64 58 0.85, 0.89 

Biventricular pacing (%) 40 31 33 0.70, 0.73 

Ischemic CM 6 10 49 0.09,0.153 

DCM 3 5 23 

Fulminant myocarditis 1 3 5 

Pulmonary HTN 0 1 1 

Inotropic agents >2 10 22 83 1.0,1.0 

IABP(%) ~ 50 50 63 1.0,0.44 

BUN (mg/dl) 68 ± 35 (24-1 28) 65 ± 29 (24-1 33) 82 ± 1 5 (1 6-249) 0.251 , 0.09 

Creatinine (mg/dl) 2.2 ±1.8 (0.4-4.8) 2.1 ±1.9 (0.4-11) 2.5±2.1 (0.4-1 1) 0.304,0.112 

LDH (U/L) total 420+ (274-4460) 360* (274-4460) 478+ (1 16-21 151) 0.211,0.311 

ALT (U/L) 65+. (12-6145) 76+. (12-6145) 68+. (1 1-24037) 0.173,0.243 



'Discharge cohort vs. pilot cohort. 
-(Total BadO population vs. pilot cohort. 
^Median. 

ALT, alanine transaminase; BSA, body surface area; BUN, blood urea nitrogen; CM, cardiomyopathy; DCM, dilated cardiomyopathy; HTN, 
hypertension; Hx, history; IABP, intra-aortic balloon pump; LDH, lactate dehydrogenase; Ml, myocardial infarction; TAH, total artificial heart. 
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Table 2. Hemodynamic Performance of TAH Patients Supported by the Modified Excor Driver During the Pilot Study 

CSS (Baseline) Excor (Day 1) Excor (Day 7) Excor (Day 1 4) 

Mean arterial pressure 82±10 81 ±9 (p = 0.737) 81 ± 1 1 (p = 0.66) 88 ± 1 3 (p = 0.0195) 

Pump rate 117±11 118 + 9 (p = 0.534) 1 18±9 (p = 0.612) 1 17 + 9 (p = 0.187) 

Right pump output 6.6±0.9 6.1 ±0.8 (p = 0.074) 6.2 ± 0.8 (p = 0.076) 5.8 ± 0.5 (p = 0.027) 

Left pump output 6.5±0.9 6.6 ± 0.8 (p = 0.78) 6.1 ±1 (p = 0.27) 6.1 ±0.6 (p = 0.502) 



CSS, Circulatory Support System; TAH, total artificial heart. 



1 4], p = 0.01 7) and LDH release (596 + 1 70 [CSS baseline] vs. 
850 + 246 [Excor day 1 4], p = 0.047). 

Use of the Excor significantly increased the mobility and 
ambulatory freedom of the trial patients. By day 5, all of the 
enrolled patients were able to self-ambulate more than 1,000 
feet/day, wheeling the driver in tow, with at least three excur- 
sions per day. Beyond 1 week, all 10 patients were routinely 
walking, towing the driver themselves, without frequency 
or time restrictions, within the run of the hospital grounds, 
although still accompanied by a trained companion for safety 
purposes. By day 14, all of the Excor patients were observed to 
take frequent walking excursions, with an average of 5 ±2 trips/ 
day. At this point, patients walked on average 3,600 + 1,000 
feet/day. In comparison, stable TAH patients maintained on 
the CSS had walking excursions only twice per day, with staff 
assistance needed to push the CSS, with an average distance 
walked of 900 + 1 80 feet/day, p less than 0.05. 

There were minimal device-related malfunctions during the 
switchover pilot study. In one case, one of the two drive units 
of the Excor driver intermittently stopped pumping. The driver 
appropriately shifted to the emergency alternate right-left pump- 
ing sequence for the remaining functioning drive unit with no 
harm to the patient. In two other instances, frank drive unit fail- 
ure occurred in one of the two drive units of the Excor due to a 
defect in the power transistor of the motor control unit. Similarly, 
no patient harm resulted, as the driver again shifted to the emer- 
gency backup alternate pumping sequence. In two cases, low 
pump output was detected. In both of these cases, this was asso- 
ciated with uncontrolled hypertension (BP systolic > 220) rather 
than true device malfunction, with the driver unable to over- 
come the excessive afterload. One of the two patients developed 
transient pulmonary edema due to reduced left-sided output. 
Through antihypertensive and diuretic administration, achieving 
BP control, the low output state resolved in both patients. 

As to other adverse events, one of the 1 0 patients had a clini- 
cally adverse neurologic event despite adequate anticoagula- 
tion, suffering a persistent hemiparesis at day 10 on the Excor. 
Following this event, he was placed back on the CSS console 



Table 3. Laboratory Parameters of TAH Patients Supported by 
the Modified Excor Driver During the Pilot Study 



Characteristic 


Baseline (CSS) 


Day 1 4 (Excor) 


P 


Hematocrit 


30±3 


33±3 


0.281 


Plasma free Hgb 


12.2±4.5 


9.8±3 


0.017 


LDH 


850 ±246 


596 ±170 


0.001 


BUN 


55 ±41 


40±17 


0.017 


Creatinine 


1.6±0.9 


1.3±0.4 


0.261 


ALT 


45±18 


34±15 


0.46 



ALT, alanine transaminase; BUN, blood urea nitrogen; CSS, 
Circulatory Support System; Hgb, hemoglobin; LDH, lactate dehy- 
drogenase; TAH, total artificial heart. 



and over a 2 month period had significant resolution of his 
paresis with minimal residua and was eventually successfully 
transplanted. One of the 10 patients developed weight gain 
and lower limb edema while on the Excor. This patient was 
large with a body surface area of 2.4 m 2 , which was a chal- 
lenge for the drive system for adequate perfusion. Edema suc- 
cessfully resolved with concomitant continued diuretic use. 
No adverse sequelae occurred in this patient. 

Discharge Study: Efficacy and Safety of Out-of-Hospital 
Utilization of the TAH with a Mobile Drive System 

Twenty-two TAH patients volunteered for the home discharge 
study. Eight of the 22 were in the initial pilot switchover study, 
with an additional 14 being directly enrolled in this study. On 
average, these patients had been maintained on the TAH in hos- 
pital on the CSS driver for 40 + 10 days following implantation. 
These patients were then shifted to the Excor and maintained in 
the hospital for 1 8 ± 7 days before discharge. During this period, 
they underwent training on use of the driver in simulated out 
of hospital circumstances. They were encouraged to steadily 
increase their degree of ambulation to build confidence with 
the drive system. Following discharge, patients were main- 
tained on the Excor for 1 79 ± 140 days (range, 2-598 days). The 
baseline characteristics of the patients in the discharge study, 
pre-TAH implantation, are outlined and were similar to those of 
the total Bad Oeyenhausen patient experience (Table 1). 

All 22 patients met the criteria for discharge (as outlined 
above) and were successfully discharged home, with none to an 
intermediate care facility. All patients were self-ambulatory upon 
discharge. Of the 22 patients, 1 5 (68%) were successfully trans- 
planted with seven dying before transplantation. Of the 1 5 trans- 
planted patients, the average length of support out of the hospital 
on the Excor averaged 1 75 + 1 1 6 days (range, 2-598 days). 

All patients remained fully ambulatory while out of the hospi- 
tal, save for events which necessitated readmission. In follow-up 
examination, patients overall reported feeling well while on the 
TAH driven by the Excor system. All patients reported feeling 
psychologically better out of hospital on the TAH than in the 
hospital; however, as a limitation of this study, no formal quality- 
of-life instrument was employed. No increase in fatigability or 
weakness was noted while out of the hospital on the Excor, with 
all patients remaining NYHA class I or II. Six of the 22 patients 
resumed driving an automobile, three patients resumed work, 
with one patient resuming her duties as a mother of a family of 
four with small children. Eight of the patients resumed sexual 
activity. All discharged patients were found to maintain a mean 
arterial pressure greater than 95 (range, 80-1 10 mm Hg), at 
every follow-up clinic visit. Hypertension rather than hypoten- 
sion became an issue, with all patients requiring maintenance 
on angiotensin-converting enzyme inhibitors (enalapril, mean 
dose, 14 + 6mg) to avoid hypertension while on the Excor. 
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Adverse event rates for the 22 patients on the Excor were 
comparable with those observed while on the CSS, as well as 
those of the entire Bad Oeyenhausen in-hospital TAH experi- 
ence on the CSS (Table 4). 

The combined total days of out-of-hospital support for the 22 
patients was 3,938 patient-days. From the perspective of total 
days of support (4,432), patients were maintained out of the 
hospital, free of readmission, for 88.5% of the time. Nineteen 
of the 22 patients required readmission during this study for a 
total of 32 readmission events. Of the nineteen patients, 11 of 
19 (58%) had a single readmission, four of 19 (21%) required 
two admissions, three of 19 (16%) required three admissions, 
and one (5%) had four readmissions. The bulk of readmissions 
(55%) occurred within the initial 3 month time period post- 
discharge. The adverse events necessitating readmission were 
transient ischemic attack (TIA) in three patients, strokes in five 
patients, infection in six patients, gastrointestinal (Gl) bleeds in 
two patients, technical driver issues in nine patients, volume 
overload (congestion and edema) in three patients, and social 
issues in four patients. The average length of stay for readmis- 
sions was 15.4±25 days, ranging from 1 day to 101 days. The 
number of readmission days for the entire cohort studied com- 
pared to the total out-of-hospital days was 494 vs. 3,938, for a 
percent time of readmission while on Excor support of 12.5%. 
Patients readmitted because of Excor driver failure or required 
rehospitalization for longer than 72 hours were switched to a 
big blue driver. 

The overall postdischarge survival rate at 1 year on the Excor 
was 76% (Figure 2). Seven of the 22 patients (32%) died while on 
the Excor, with all deaths occurring in the hospital following read- 
mission, no patient dying at home. The causes of death were as 
follows: sepsis in five patients at 56, 201 271, 275, and 558 days 
postdischarge and stroke in two patients — one hemorrhagic and 
one embolic — at 154 and 66 days postdischarge, respectively. 

Table 4. Adverse Events Rates for TAH Patients in the 
Discharge Study While on Modified Excor Driver Support 



Adverse Event 



Excor Discharge 
Cohort, n = 22 
(events/patient-year) 



CSS In-Hospital 
Cohort 
(Total Bad O), n = 83 
(events/patient-year) 



Driver malfunction 



Dual driver 


0 


0 


0 


failure 








Single unit 


0.9 


0.3 


0.001 


failure 








Neurologic events 








TIA 


0.22 


0.15 


0.6 


CVA 


0.37 


0.15 


0.19 


Infection 








Sepsis 


0.3 


0.5 


0.25 


Driveline 


0.45 


0.22 


0.19 


Gl events 








Bleeding 


0.15 


0.07 


0.5 


Ischemia 


0 


0.22 


0.07 


Volume 


0.15 


0.0 


0.15 


overload 









Rates for identical patients on CSS support and for the overall 
Bad Oeyenhausen population on CSS support are shown for com- 
parison. All rates are expressed in events/patient-year. 

CSS, Circulatory Support System; CVA, cerebrovascular acci- 
dent; Gl, gastrointestinal; TAH, total artificial heart; TIA, transient 
ischemic attack. 




Post Discharge Days 

Figure 2. Overall survival of total artificial heart patients supported 
by the modified Excor driver from the time of hospital discharge. 

Discussion 

The principal finding of this study is that failing end-stage 
heart failure patients, salvaged via implantation of the TAH, 
recovering and clinically stable postimplantation, could be 
successfully transitioned, maintained, and discharged from the 
hospital to home on a mobile portable driver. This is the first 
report of the successful discharge of a cohort of patients on a 
full biventricular replacement, TAH system utilizing portable 
driver technology. 

To date, there have been more than 1,060 implants of the 
SynCardia TAH worldwide, with more than 500 implants since 
FDA approval in 2004. On the TAH, patients typically improve 
rapidly, with more than 80% of patients able to ambulate 
within 14 days with greater than 60% ambulating more than 
1 00 feet. 2 Despite recovery and significant rates of ambulation, 
the quality of this mobility remains limited by the reliance on 
the original CSS console for pneumatic drive of the TAH. This 
original driver is extremely bulky, heavy at 380 pounds, not 
movable by the implanted patient, with patient walks requiring 
a team to assist the patient. By the end of 1 month post-TAH 
implantation, most patients have made a significant recovery 
with improved functional status and are active, routinely walk- 
ing within the hospital, and engaged in full physical rehabili- 
tation, though only with assistance in movement of the CSS 
driver. The option of a portable driver, small enough and light 
enough for a patient to move by themselves, dramatically 
expands the quality and quantity of ambulation and activity 
level achievable for the patient. Portability additionally extends 
the ambulatory freedom of these patients, allowing discharge 
to home, resulting in an improved overall quality of life. 

A small low-weight portable driver system, specifi- 
cally designed for the SynCardia TAH, has recently been 
developed — the Freedom driver. 4 The regulatory approval 
trial for this driver has recently completed enrollment with 
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good overall results with this system to date. The current 
study was conducted before the emergence and clinical 
testing of the new Freedom driver. This study served as an 
overall "clinical pilot" to the present Freedom trial, testing 
the viability and potential efficacy of home discharge and 
life out of the hospital on a TAH system with an ambula- 
tory driver. 

In the present pilot switchover study, the modified Excor sys- 
tem, in general, functioned well, differences in driving pres- 
sures and vacuum might be related to the shorter drivelines in 
Excor cohort (five foot versus seven foot). In several cases, over 
time the mean arterial pressure declined slightly compared to 
the baseline before switching while on the CSS. Over the 2 
week trial period in the hospital, all patients did well over- 
all on the portable driver, with no decline in general health 
detected, save for one patient who experienced a neurologic 
event. Objectively, no evidence of end-organ compromise 
was evident on the small driver, other than this cited patient. 
On the contrary, renal and hepatic function showed trends 
toward improvement. Hemolysis also appeared to be reduced 
compared to the CSS. All patients felt better with enhanced 
ambulatory freedom with greater daily excursions and a clear 
improvement in general mood and outlook. 

In the discharge cohort similarly the majority of patients 
were well supported by the modified mobile driver over the 
duration of their outpatient experience. The 22 patients were 
supported for a total of 3,938 patient-days with more than 88% 
of time being spent out of the hospital. All discharged patients 
in general felt well upon follow-up visit questioning and many 
were able to resume normal daily life activities, including 
walking, driving, and sexual activity with several returning to 
part-time work. Only one of the 22 patients was readmitted 
for driver failure as evidenced by persistent peripheral edema. 
This contrasts dramatically to the preimplant status of these 
patients who were all initially bedridden, Class IV, and largely 
inotrope-dependent before TAH implantation. Subjectively, all 
patients described a further improvement in overall health and 
outlook upon being switched to a mobile driver and being dis- 
charged home. 

In contrast to the CSS cohort, Excor patients experienced ini- 
tially significant higher rates of driver malfunction (single unit 
failure), this has been resolved after changing the switching 
valve. The higher rates of the neurologic and the Gl bleeding 
events were most probably related to the tight anticoagulation 
management protocols for in-hospital patients. The resuming 
daily life activities in Excor patients are most likely the reason 
for the higher rates of driveline infection. 

This preliminary experience is the first description of the 
successful discharge of a series of patients maintained solely 
on a biventricular replacement, TAH. Over the lifespan of 
investigations with TAHs, an initial isolated experience was 
described by Semb in Sweden in which an earlier Jarvik design 
pneumatic TAH was implanted in a patient who was suc- 
cessfully discharged and maintained out of the hospital on a 
small portable driver. 5 This patient remained self-ambulatory 
and survived for nearly 1 year. A home discharge experience 
was described for the AbioCor fully implantable TAH. This 
electrohydraulic device has had limited clinical experience 
being implanted in 15 patients, with only one patient being 



discharged surviving for 525 days, with the bulk of patients 
dying in-hospital, with adverse neurologic events observed 
in more than 80% of patients. 6 The first successful discharge 
of a SynCardia TAH patient with the new Freedom driver was 
recently reported. 4 As of the time of this writing, an additional 
30 patients have been successfully transitioned from the CSS 
to the Freedom driver in the U.S. trial. It is anticipated that over 
the coming months the formal analysis of this experience will 
become available. 

Similarly, limited experience exists in the broad mechani- 
cal circulatory support literature with regard to successful dis- 
charge of patients supported with biventricular assist devices. 
In a report of patients from the German Heart Center in Ber- 
lin, with more than 10 years of experience with discharge of 
patients on VADs, only five patients were successfully dis- 
charged with a biventricular assist device (BiVAD) system. 3 No 
information on survival, bridge to transplantation, or adverse 
events was reported. In a report of home discharge experience 
with Thoractec VADs driven by the portable VAD driver, only 
one patient with BiVAD support was successfully sent home. 7 
Our present TAH experience significantly extends the potential 
of support and home discharge for patients with biventricular 
heart failure. 

Readmission was necessary in most patients in this series, 
although the majority of patients had a single readmission 
event. Only one patient was readmitted for technical driver 
dysfunction. No TAH device malfunction occurred with the 
modified driver compared with a single TAH failure, reported 
in the prior in-hospital trial. 

In summary, in this study, we demonstrate that TAH patients 
may be successfully supported with a mobile drive system, 
allowing increased ambulation, successful discharge, and main- 
tenance out of the hospital while awaiting transplantation. With 
continued improvement in driver portability and durability, a 
viable TAH system capable of providing long-term support, with 
low levels of adverse events, returning patients to a reasonable 
functional class and a good quality of life is achievable. 
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